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Category : Medical devices/Diagnostic Devices 
Specification: RS4018A-68 
Description : 


Endoscope camera module Endoscope camera module (Model: RS- 
4018)Specification: Image Sensor1/18 OV6920 CMOS Horizontal 
Resolution240TVLSensing Area820u m&times; 625umSignal 


SystemNTSCEffective Pixels320&times; 240Scanning frequencyH: 
15.7343KHz V: 60HzElectronic Shutter 1/60S-5.7USS/N Ratio&ge; 42dB 
Gray Rating10th rankGamma value0.45Low electricity level0.06 Vp- 
pMinimum Illumination2.0 Lux / F2.0(0 Lux When LED is on)Video 
Output1.0Vp-p 750Standard layout lens68&deg; /118&deg; LED 
Lampsimm-80mm(4 lamps, can be set as you want)Dimensions of 
camera board4mm&times; 16mmPower ConsumptionDC 3.5V-- 5V 
camera module: 20mA; LED: 20mAOperation Temperature- 


20~40degree RH95% Max 
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Company: Bangu Technology Development Company Limited 
Area: China/Guangdong 
Contact: Ms. James Chang(Marketing 
Tel: 86-755-29642049 
Email: 
Fax: 86-755-29642049 
Web site: http://www.szbangu.com 
Add: A4-504, Panlongju, Xixiang Town, Baoan District, Shenzhen, Guangdong, China 
P.C.: 518116 
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